0.1% EtOH
Lot # 05-10-100
Prepared 01/05/05 Expires 01/05/06

0.1008
0.1004
0.1006
0.1007
0.1012
Mean 0.10074
Std Dev 0.000297
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Bound File Name = sim0106(1).0001.RAW

Sample Name = CCS

Date Taken = 1/6/05 9:25:00 AM VDH Headspace Alcohol
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.91 Ethanol 314597 0.0911 0.0744

2 2.71 t-Butanol 1174683 0.9762 0.7967

3 3.28 n-Propanol 1369180 1.0000 0.8162
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Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.91 Ethanol 438914 0.1234 0.1008
2 2.71 t-Butanol 1238282 0.9993 0.8156
3 3.28 n-Propanol 1409888 1.0000 0.8162
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VVDH Headspace Alcohol

5.0

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.91 Ethanol 435233 0.1230 0.1004
2 2.71 t-Butanol 1229780 0.9975 0.8142
3 3.28 n-Propanol 1402708 1.0000 0.8162
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VDH Headspace Alcohol

5.0

Area Amount Headspace

Number (min) Name % WT/NVOL Conversion
1 1.91 Ethanol 427204 0.1233 0.1006
2 2.71 t-Butanol 1203097 0.9961 0.8130
3 3.27 n-Propanol 1374191 1.0000 0.8162
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Area Amount Headspace

Number (min) Name % WT/VOL Conversion
1 1.91 Ethanol 433366 0.1234 0.1007
2 2.71 t-Butanol 1217054 0.9945 0.8117
3 3.27 n-Propanol 1392397 1.0000 0.8162
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Number (min) Name % WT/VOL Conversion
1 1.91 Ethanol 439191 0.1239 0.1012
2 2.71 t-Butanol 1235885 1.0007 0.8168
3 3.27 n-Propanol 1405132 1.0000 0.8162
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1 1.91 Ethanol 322393 0.0954 0.0779
2 2.70 t-Butanol 1162159 0.9869 0.8055
3 3.27 n-Propanol 1339891 1.0000 0.8162
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